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Abstract—In this paper, a finite difference time domain 
(FDTD) method is applied to investigate capabilities of an 
ultra-wide band (UWB) radar system to detect and locate a 
breast tumor. The investigations are divided into three parts. 
The first part concerns an EM field analysis of a phantom 
formed by a plastic container with liquid and a small highly 
reflecting target. In the second part, a three-dimensional 
numerical breast model is used to perform more advanced 
studies. In the carried out 3D FDTD simulations, a quasi-plane 
wave is used as an incident wave. Various time snap shots of the 
electromagnetic field are recorded to learn about the physical 
phenomenon of reflection and scattering in different layers of the 
phantoms. The third part of the investigations concerns a two 
dimensional (cylindrical) image reconstruction, which is 
performed by means of 2D FDTD. The obtained results should 
form the ground for working out suitable guidelines for 
designing an optimal microwave breast imaging apparatus based 
on the UWB radar technique. 
 
Index Terms—Breast Tumor Detection and Location, UWB 
Radar system, FDTD.  
 
I. INTRODUCTION 
ecently, various passive and active microwave techniques 
have been proposed as a viable alternative to X-ray 
mammography for early detection of breast cancer. These 
include: passive microwave radiometry [1], [2], hybrid 
microwave-induced acoustic imaging [3], microwave 
tomography [4] and ultra-wideband microwave radar 
technique [5-10]. The passive microwave radiometry relies on 
temperature differences between malignant and normal breast 
tissue. The hybrid approach uses ultrasound transducers to 
detect pressure waves generated by tumor expansion due to 
microwave heating. In the tomographic approach, a nonlinear 
inverse scattering problem is solved to obtain spatial 
distribution of dielectric properties in the breast. The ultra 
wideband microwave radar uses short duration pulses to 
detect the presence and location of significant backscatter 
from malignant tissue.  
The basis for the active microwave techniques of breast 
cancer detection and location is the significant contrast in 
dielectric properties of normal and malignant breast tissue at 
this particular frequency spectrum [11-13]. At this frequency 
range tumours and muscle tissues rich of water exhibit higher 
dielectric properties than low water contained tissues such as 
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fat forming the major part of normal breast tissue. For the 
normal breast tissues, dielectric properties vary only ±10% 
around the relative permittivity   r = 9 and the conductivity   = 
0.4 S/m. For the malignant tumours, the relative permittivity is 
about 50 and the conductivity is approximately 7 S/m. These 
distinctively different dielectric characteristics are the source 
of backscattered signal, which can be studied using UWB 
radar techniques to track the position and size of major 
dielectric contrast interface.  
An UWB microwave radar technique for detecting and 
locating a breast tumour is the subject of investigations in this 
paper. We emulate the operation of a practical UWB imaging 
system which is based on a step-frequency synthesized pulse 
technique [5], [6], [8], [9], [10]. This system consists of a 
wideband microwave source, a mechanical or electronic 
antenna scanner, a receiver and a PC controller/processor. In 
this system the time domain pulse is obtained via stepping 
frequency over a wide frequency band. A receiver performs 
measurements of reflection coefficient in frequency domain 
and its time/space domain equivalent is obtained by applying 
an Inverse FFT. Using a mechanical scanning subsystem, 
measurements are repeated for various locations of a UWB 
probe antenna. In its electronic equivalent, this function is 
performed by activating electronically various UWB array 
antenna elements. Next, an image is created by combining all 
of the processed results coming from different 
transmitting/receiving antenna locations.  In order to enhance 
the detection process various signal detection enhancement 
techniques such as confocal microwave imaging [5], 
space-time beamforming [6] or time-reverse wave focusing 
[7] can be employed. Because the microwave imaging 
involves a number of undesired phenomena such as internal 
reflections in antenna elements, reflections and scattering at 
the interface between an antenna and an imaged, it is 
important to carry out full EM analysis of these processes 
using realistic phantoms. The results of such an analysis can 
be useful to work out guidelines for designing and developing 
an optimal UWB radar imaging system for breast cancer 
detection. 
 
II. METHODOLOGY 
In the work presented here, we apply a finite difference time 
domain (FDTD) method [14] to obtain visualization of 
reflection and scattering in various layers of the breast 
phantom. The choice of the FDTD method is motivated by the 
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fact that it has a distinct advantage of handling field-sample 
interactions in the time domain. An understanding of these 
interactions becomes of significant importance, as microwave 
imaging is moving towards the search of better signal to noise 
ratio (SNR) and image resolution. In the results presented in 
this paper, two cases are considered. One is in which, the 
breast is modeled by a simple phantom in the form of a plastic 
circular cylindrical container with liquid or air and a highly 
reflecting target. The second phantom is a breast phantom 
obtained from detailed dielectric properties of tissues. Each of 
them is illuminated by a quasi plane wave. In practice, this 
kind of illumination can be achieved using a large horn 
antenna or a planar array of in-phase fed wide band antenna 
elements. Images of field distribution at different time snap 
shots are collected to the purpose of investigating the wave 
incidence, reflection and scattering. 
A. FDTD method 
The mathematical model of the FDTD method is based on 
Faraday and Ampere’s laws, which provide a system of 
equations that form an independent set of coupled 
relationships between time-varying electric and magnetic 
fields.  
 
 
 
(1)  
 
 
The FDTD method resolves these equations in the time 
domain by applying central differences to time and space 
derivatives.  With respect to the three dimensional analysis,  
                                                                                            (2)  
these equations are given by (2): 
In the discrete FDTD computational domain in Cartesian 
coordinates, the dimensions of the Yee cell are defined by   x, 
 
y and   z, as small as 0.5mm to reduce the “staircase” error 
[15] on the curved surface of plastic container and copper. 
The relative permeability µ r(x,y,z), relative permittivity 
 
r(x,y,z) and material conductivity  (x,y,z) are defined at the 
center of each cell are stored in a look-up table for the purpose 
of efficient memory utilization.  
For the two-dimensional (cylindrical) case, with TE 
excitation with respect to the direction of propagation, the 
equations are given by (3).  
(3)  
Finally, Berenger’s PML (Perfectly Matched Layer) [16] is 
employed as an absorbing boundary condition. In addition, 
the Message Passing Interface (MPI) library [17] is used so 
that a parallel computing frame is implemented. As a result of 
these steps, the simulation process for each of the two 
investigated cases takes less than 20 mins on a cluster of three 
servers each with 2 XEON 3.6GHz processors. The results are 
generated and visualized by recording the electric fields at 
various positions in real time. Image reconstruction from the 
backscattered signal presents contrastive energy distribution 
due to different target.  By using this approach, the details of 
wave propagation, reflection and scattering can be analysed. 
In particular, this EM field analysis can allow for investigating 
the subtle features of the detection of very small targets.  
B.  System model 
The FDTD model aims at emulating a microwave imaging 
system [18] that employs a synthesized pulse technique. The 
FDTD model for the first analysed phantom that includes a 
plastic container and a small highly reflecting target is shown 
in Fig.1.   
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In the experimental system, reflection coefficient 
measurements are performed in the frequency domain over an 
assumed wide frequency band for many locations of a probe 
antenna over a planar surface. For each location of the probe 
antenna, the measured data is transformed to the time domain 
by using an Inverse FFT. In the FDTD model a quasi planar 
wave is launched having constant power spectral density over 
the assumed wide frequency band.   
Fig.2. shows a relationship between the frequency domain 
and time domain representations of the signals incident on the 
imaged object.   
Note that in the current experimental system as described in 
[18] the frequency band is assumed to be between 8.4 to 12.4 
GHz. Both FDTD simulations and the experimental setup are 
easily extendable to a larger frequency band to obtain a higher 
resolution of target location.    
In the first experimental setup, shown in Fig.1, the imaged 
object consists of a circular cylindrical plastic container (  r = 
2.5) with a diameter of 12.5cm with thickness of 1mm. The 
container is assumed to be filled with oil (  r = 4.0). A solid 
material representing a target tumour is located inside the 
container. A highly conductive object (  = 1e6), in the form of 
a copper pipe of diameter 1.2cm and length of 2.1cm is located 
close to the centre of the plastic container.  
 In the second experiment, a detailed breast phantom 
obtained with different dielectric properties of normal and 
malignant breast tissue is investigated. This phantom contains 
the outside skin to observe the dominant reflection from the 
skin, while the internal area is filled with breast fat, and a 
spherical tumour tissue with 6mm diameter located inside. 
The dielectric properties are   r = 6.89,   =32.25 for skin,   r = 
0.67,   =4.0 for breast fat and   r = 9.19,   = 44.12 for 
malignant tissue, which is equivalent to muscle as presented 
above. A pulse, as shown in Fig.2b, is launched towards the 
phantom. 
The 3rd case concerns the 2D cylindrical configurations 
when a TE wave is incident. In this model, as shown in Fig. 3, 
instead of simulating an antenna array as previously defined, 
transmitters/receivers are distributed around the breast 
phantom. Targets of different positions (P1, P2, P3 and P4), 
sizes and shapes are assumed. The scanning process is 
executed by activating individual antennas. In this case, one 
antenna launches a pulse and receives a backscattered signal 
synchronously. This process is repeated for the remaining (15) 
antennas. After obtaining the measurement for 16 antennas, 
each intensity record along time domain is projected onto 
Fig. 2. Synthesized pulse, (a) frequency domain (b) time domain 
representation. 
 
Fig. 3. The configuration of a plastic container with highly reflecting targets of 
different positions, sizes and shapes. 
 
Fig. 1. The configuration of a plastic container with liquid and a highly 
reflecting target, as used in an experimental setup described in [18]. 
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circular coordinate system to reconstruct the dielectric 
property distribution of the target. 
 
III.  RESULTS AND DISCUSSION 
The obtained FDTD simulation results allow for animation 
of the entire process of wave launching, propagation, 
reflection and scattering.  Here, we present only selected time 
snap shots of the field distribution representing this entire 
process. Fig. 4 illustrates the incidence, reflection and 
scattering phenomenon at different layers of the first phantom. 
Fig. 4 (a) shows the wave propagation in free space prior to 
the incidence on the plastic container.  A major reflection at 
the plastic container interface is observed in Fig. 4b. Fig. 4c 
reveals the field distribution before the wave strikes the 
copper target. In the next slides, the wave reflection and 
scattering process from the target takes place. Before the 
reflected and scattered waves reach the outside region of the 
phantom, an additional reflection and scattering phenomenon 
at the inner interface between the liquid and the plastic 
container takes place. This additional scattering obscures the 
capability of target detection outside the phantom.  
Figure 5 presents the field distribution at the time the 
reflected waves reach the position, from which the signal was 
launched. The obtained image shows that the back scattered 
wave (from the target) is obscured by other waves caused by 
other reflections and scattering in the phantom. Much a clearer 
picture of the backscattered wave is shown in Figure 6. It was 
obtained by subtracting the electric field distribution obtained 
without the target inside the phantom. 
 The results presented in Figure 7 concern the second 
phantom, which assumes more realistic shape, size and 
dielectric properties of the breast. The results presented in 
 
Fig. 6. Received backscatter obtained from subtracting the electric field 
distribution without the target. 
 
Fig. 5. Electric field distribution when backscattered wave reaches the 
position at which an incident wave was launched. 
Fig. 4. Time snap shots showing the process of wave propagation in the first 
phantom. 
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Figure 7 reveal that the reflection from the air-skin interface is 
dominant. The wave reflected and scattered from the small 
tumor tissue is obscured by the random scattering caused by 
the skin interface and the non uniform composition of the 
breast tissues. Compared with the first phantom with plastic 
container and a copper target, the tumor target in the second 
phantom is less visible. Many methods have been developed 
to enhance the target scattering effects by using dielectric 
liquids around the breast to reduce strong reflection from the 
surface of skin layer.  
The remaining Figures 8-10 concern the 2D phantom and 
demonstrate the capability of high contrast interface 
visualization of dielectric properties. Figure 8 presents 
different maps of field distribution according to 4 positions 
(P1, P2, P3 and P4) of targets. The obtained locations of high 
scatter match the actual location of the targets. As seen in 
Figure 8, with respect to the penetrating capabilities of EM 
waves in dielectric, lower targets, such as at P3 position, 
provide better resolution. Because of iterative reflections and 
scattering inside the phantom, inner targets are obscured. This 
problem can be overcome by wave focusing and target 
calibration. The field distribution obtained herein for different 
positions of the targets can be helpful to develop more 
accurate image reconstruction methods. 
In Figure 9, the right image provides more detailed 
information and it is obtained using 32 instead of 16 antenna 
elements on the left image.  
Figure 10 shows the results when the targets feature 
different size. As observed in Figure 10, larger size targets 
have a larger effect on the propagation of the EM wave. More 
energy concentrates around the contrast interface. 
The reconstructed images of different targets obey general 
principles of inverse problem. The more information 
provided, the more accurate reconstructed image becomes. 
For the specific problems considered herein, more antennas 
and a larger frequency bandwidth, as used in UWB radar 
technique, can provide better resolution of the dielectric 
targets.   
 
Fig. 8. Reconstructed images for circle targets at different positions (P1, P2, 
P3 and P4). 
Fig. 9. Reconstructed images for square targets obtained using 16 and 32 
antennas.  
 
Fig. 10. Reconstructed images for circular cylindrical targets with smaller size 
using 16 antennas. 
 
Fig. 7. Wave propagation within the 3D breast phantom 
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IV. CONCLUSION 
In this paper, various phantoms have been analyzed with 
the FDTD algorithm to investigate the capability of an 
ultra-wide band microwave radar system for detection and 
location of breast tumor. The first phantom is a circular 
cylindrical plastic container with liquid and a small highly 
reflecting target. The other one is a three-dimensional 
numerical breast model obtained with practical dielectric 
properties of tissues in the breast. In order to accelerate 
computations an FDTD algorithm for use on a cluster of 
parallel processors has been developed. Numerical 
calculations have been performed to investigate the 
phenomenon of wave reflection and scattering in various 
layers of the two phantoms. In the carried out computer 
simulations, an incident wave in the form of a quasi planar 
wave has been assumed. The third considered problem has 
concerned the use of 2D FDTD to investigate image 
reconstruction capabilities of UWB radar. It has been shown 
that better quality target resolution can be achieved using 
more antenna elements (or positions in a mechanical scanning 
system) around the circular cylindrical phantom.  
In terms of the studies of the reflection and scattering 
phenomenon in these models and the investigation of target 
detecting capability so far, future work will concern other 
problems associated with breast tumor location and detection 
and will include amongst the other such issues as inclusion of 
other types of waves having capability of focussing on the 
target to achieve a better quality detection of the malignant 
tissues. 
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